Modeling and characterization of the SPIDER half-wave plate 
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ABSTRACT 

Spider is a balloon-borne array of six telescopes that will observe the Cosmic Microwave Background. The 2624 
antenna-coupled bolometers in the instrument will make a polarization map of the CMB with approximately 
one-half degree resolution at 145 GHz. Polarization modulation is achieved via a cryogenic sapphire half-wave 
plate (HWP) skyward of the primary optic. We have measured millimeter- wave transmission spectra of the 
sapphire at room and cryogenic temperatures. The spectra are consistent with our physical optics model, and 
the data gives excellent measurements of the indices of A-cut sapphire. We have also taken preliminary spectra of 
the integrated HWP, optical system, and detectors in the prototype Spider receiver. We calculate the variation 
in response of the HWP between observing the CMB and foreground spectra, and estimate that it should not 
limit the Spider constraints on inflation. 
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1. INTRODUCTION 

Constraining inflation with high-precision measurements of Cosmic Microwave Background (CMB) polarization 
at degree scales is an important frontier in cosmology.l^ A gravity wave background generated by inflation in 
the early universe would produce B-mode polarization patterns in the CMB at large angular scales, which are a 
"smoking gun" of inflation. A detection of B-modes at large angular scales would be strong evidence that inflation 
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occurred. During a long-duration balloon flight, the Spider instrumeniPI^l will map the CMB polarization at 
the angular scales relevant for inflation with unprecedented sensitivity. 

Spider consists of an array of 6 telescopes in a single liquid helium cryostalP with a total of 2624 polarized 
bolometers operating at frequency bands centered at 90 GHz, 145 GHz, and 280 GHz. Periodically changing 
the angle of the cryogenic half-wave plate (HWP) mounted skyward of each telescope's primary optic will rotate 
the polarization sensitivity of the instrument. Rotating the polarization sensitivity during flight will improve 
the fidelity of the reconstruction of the polarized signal. Since a HWP rotates the sensitivity of the instrument 
without rotating the beam on the sky, it will also mitigate systematic effects due to beam asymmetry. 

2. MEASURING HWP TRANSMISSION SPECTRA 

A HWP made from a single slab of birefringent material is designed so the optical path length difference 
— nf) X d between waves polarized along the ordinary and extraordinary axes is exactly a half wavelength. 
This phase delay causes linearly-polarized light to rotate as it passes through the plate. An ideal HWP would 
rotate the polarization state of light by the same angle at any frequency. However, a real HWP made from 
birefringent material is only a perfect polarization rotator at a single frequency. To understand the non-idealities 
of a real HWP over the frequency bandpasses of the Spider detectors, we need to verify the spectral properties 
of the birefringent material and its anti-reflection (AR) coating. For Spider, the HWPs will be constructed from 
330 mm diameter slabs of birefringent single- crystal sapphire, and a quarter-wave fused quartz AR coat will be 
applied to each side. In this paper, we describe the characterization of a prototype HWP for Spider's 145 GHz 
band, constructed of 3.05 mm thick sapphire, and .280 mm thick fused quartz AR-coatings. 

To characterize the frequency response of the Spider HWPs, we took broadband transmission spectra of 
sapphire using a polarized Fourier Transform Spectrometer (FTS). A FTS is a Michelson interferometer with 
a moving mirror. A frequency-independent beam splitter is difficult to make for millimeter waves, so we use a 
polarizing wire grid instead to construct a Martin-Pupplet interferometer .^^ A block diagram of our apparatus 
is shown in Figure [TJ Since the light travels down and back both arms of the interferometer, moving one mirror 
by a half-wavelength changes the optical path difference between the two arms by a full wavelength. This means 
that the mirror movement required to generate a full period in the detector timestream is Axmirror = If 
the mirror is moving at a constant speed Vmirror, then Axmirror = At vmirror- This signal will appear in the 
detector timestream at a frequency f audio = 1/Ai. Combining these relations yields the relationship between 
the audio frequency f audio of the signal in the detector timestream and its corresponding photon frequency v, 

( 7) ) f audio = V- (1) 

\ ^'^mirror / 

The Fourier transform of the timestream is the product of the source, detector and HWP spectra, with the 
frequency axis scaled according to Equation [1] We use the discrete cosine transform for our analysis to reduce 
noise biasing. The frequency resolution of the FTS is determined by the maximum distance the mirror moves 
from the white light fringe. The data presented here was taken with a total mirror travel of .2 m, and therefore 
a frequency resolution of c/(2 x .2 m) = .75 GHz. 

For the source at the input port of the FTS, we use an Eccosorb-lined liquid nitrogen bath, which emits a 
nearly Rayleigh- Jeans spectrum in our frequency band. We put a wire grid polarizer at the output of the FTS, 
followed by the sapphire HWP on a rotatablc bearing, which allowed us to take a polarized spectrum at each 
rotation angle 6 of the material. Another wire grid polarizer aligned with the output polarizer on the FTS was 
placed between the HWP and the detector. This allows us to see how the sapphire rotates the polarization state 
of the light passing through it. For the detector, we used a broadband sub-kclvin bolometer sensitive from 100 
GHz to 240 GHz mounted in a lab cryostat. 

The transmission spectra of a 100 mm diameter sample of A-cut sapphire at room temperature are plotted in 
Figure[2] The slab has an air-medium interface on each side, both of which cause reflections. At certain frequen- 
cies, the interference between the two reflected waves adds constructively, causing a minimum in the transmission 
spectrum. At other frequencies, the interference is destructive and leads to a peak in the transmission spectrum. 
The frequency spacing between peaks depends on the index of refraction the polarized wave experiences as it 
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Figure 1. Instrument configuration for the broadband spectra of tfie sapphire. We used a polarized Fourier Transform 
Spectrometer to shine polarized light through the sapphire slab. An analyzer polarizer at the other side of the sapphire 
is aligned with the output of the FTS. We used a broadband sub-kelvin bolometer as the detector to get HWP spectra 
at .75 GHz resolution from 100 GHz to 240 GHz. For the cryogenic spectra of sapphire, we removed the final vertical 
polarizer, moved the sapphire into the dewar, and used a rotatable polarizer at the output of the FTS to take spectra at 
several angles near both crystal axes of the sapphire. 



travels through the material. For waves traveling along the slow axis of the sapphire, the spacing corresponds to 
the slow index of refraction of sapphire ris, while for waves polarized along the fast axis, the spacing corresponds 
to the fast index n/. We use spectra taken with the light traveling at many angles through the material, and 
fit them to a model. The fitting procedure implicitly uses the peak spacing and amplitude to estimate the two 
indices of refraction of the sapphire. 

To fit our observed spectra as a function of sample angle Sotsi'^, we calculate the transmission T^^. through 
the sapphire slab and aligned polarizers using a physical optics model similar to the one described in Savini ct. 
alW The model extends the 2-by-2 matrix formalism reviewed in Hecht and ZajacPfor modeling multiple layers 
of isotropic materials to a 4-by-4 matrix formalism for multiple layers of birefringent materials. The model uses 
the electromagnetic boundary conditions at each of the air-material interfaces to map the incident electric and 
magnetic fields onto the transmitted fields. This fully treats multiple reflections and interference effects. The 
model can handle lossy materials, but here we assume that all materials are lossless. 

Once we have a model for the HWP transmission, we multiply it by the detector response spectrum F{iy) 
and an overall normalization factor a to obtain a model for the set of observed FTS spectra, 

Scaicit^, 0) = ax F{v) X T^,{v, - 0o | K, r^/}), (2) 

where Oq is the angle of the crystal axes relative to the angle of the incident polarized light. We then fit the data for 
the parameters {n^, n/, 6*0, a} using a Monte-Carlo Markov Chain,'^ which allows for non-gaussian likelihood, and 
gives a straightforward estimate of covariances in the parameter estimates. The covariance between parameter 
estimates is less than 1% for the room-temperature measurements reported here, so we ignore it below. The 
phase of the modulation with HWP angle determines the angle of the crystal axis, and the spacing in frequency 
between spectrum peaks determines the indices. When we fit spectra of an AR-coated HWP, the width of the 
good transmission band around the design frequency and the shape of the out of band fringes constrain the index 
of the AR-coating. 
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Figure 2. Broadband millimeter-wave spectra of a 3.05 mm thick sapphire slab at room temperature. The left panel 
shows the observed spectra as function of angle, where the intrinsic detector response has not been removed. We took 
polarized spectra with the sapphire oriented at 10° intervals. The variation with angle is caused by the birefringent 
sapphire rotating the incident linearly-polarized light from the FTS. The right panel shows spectra taken near both of the 
crystal axes of the birefringent sapphire, and a spectrum taken at an intermediate angle. The intrinsic detector response 
was removed from this plot, and the best-fit spectrum is shown as a smooth curve. The error bars on the data points 
are from detector noise only. The frequency spacing between the peaks in the spectrum taken at an angle near the slow 
axis of the sapphire is different than the peak spacing for the spectrum taken near the fast axes. This allows a precise 
estimate of both indices of refraction of sapphire. 

Table 1. Room temperature and cryogenic indices of refraction of A-cut birefringent sapphire near 145 GHzQ. Statistical 
error from detector noise is shown next to each index value, and our estimated systematic uncertainties are shown in the 
last row. We measured the indices of our 330 mm diameter sample by taking spectra through its center, and at three 
other locations. The large sample has uniform optical properties at room temperature within statistical error. 
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Loewensteiiii^ (1.5 K) 
extrapolatetpH to 150 GHz 


3.361 


3.047 


.314 


5 K, 100 mm Diameter 


3.336 ±.003 


3.019 ±.003 


.317 ±.004 


Est. Systematics 


± .003 
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The room temperature sapphire spectra of our 100 mm sample and curves from the best-fit model are shown 
in Figure [2l The best- fit indices of refraction are shown in Table [1] Our values arc almost 1% below the 
values listed in Lamb,'^ but index differences iris — nf) are in agreement. Also listed in the Table are index 
values derived from temperature measurements of a 330 mm diameter sapphire used in the AR-coatcd Spider 
prototype discussed below. For that larger sapphire, we made measurements of a roughly 50 mm diameter patch 
at the center, and three similar patches centered at a radius of ~ 80 mm to test uniformity of the material. As 
shown in the Table, the best fit indices for all 4 locations on the 330 mm sample agreed within errors, and agreed 
with the values from the 100 mm sample. 

Previous measurements of the indices of sapphire at liquid helium temperatures, such as those of Loewenstein 
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Table 2. Estimated systematic error budget. All of the systematics we considered cause a fractional change in the observed 
indices. The increase in optical path due to a tilted sample and observing through a finite aperture can only bias the 
observed indices higher than the true value. We re-ran our fitting code with the polarizers in the model rotated by ±2° 
to determine the effect of mis-aligned polarizers on the results. The mirror motion varies at the ±2 ^m/s level due to the 
stage encoder resolution and motor drive feedback error. Added in quadrature, these effects are comparable to detector 
noise for our cold measurements, and dominate over detector noise for our warm measurements. 



Effect 


Index Error 


Comment 


Tilted Sample 


+ 0% 
-.008% 


±2.5° tilt. 


Expanding Beam 


±.03% 


Uncertainty in correction 
for f/3.3 optics. 


Polarizer alignment 


±.01% 


±2° rotation 


Mirror Speed 


±.07% 


±2 /im/s for 3 mm/s motion. 


Quadrature Sum 


±.08% 


Detector noise is ±.006% at 300 K, 
and ±.09% at 5 K. 



at. al.ESl from .9 THz to 9 THz at 1.5 K, demonstrate that cryogenic indices are shifted from their room 
temperature values. JohnsorfSl extrapolated these shifts from the high frequencies of Loewenstein et. al. down 
to 150 GHz. To check this extrapolation, we cooled our 100 mm diameter sapphire sample to 5 K, and fit the 
spectra to obtain its indices of refraction. Rather than rotating the sample at 5 K, we left it in a fixed position 
and took spectra with the FTS polarized at angles very near the slow and fast indices of the material. Our 
measured cold indices, listed in Table 1, differ by nearly 1% from the extrapolated values calculated by Johnson, 
but our index difference is in agreement. 

To estimate the systematic uncertainties of our method, we considered four effects: 

• Tilt in the sample mount. The optical path of a ray traveling through a tilted HWP is larger than the 
optical path at normal incidence; any tilt of the HWP biases our observed indices above their true values. 

• The non-parallel beam. The HWP is positioned in the converging f/3.3 beam between the FTS and the 
detector. Similar to the tilt effect listed above, the average non-normal incidence affects the measured 
indices. We correct for this effect and assign a conservative 50% uncertainty in the correction due to the 
uncertain illumination profile. 

• Polarizer misalignment. To estimate the effect of a misalignment of the two polarizers bracketing the 
HWP, we ran our fitting code with mis-aligned polarizers in the physical optics model to see how the 
derived indices changed. 

• FTS mirror speed. The FTS position linear encoder indicates the velocity varies at the ±2 ^m/s level 
for the 3 mm/sec speed used while taking the data here. Since the peak spacing affects the indices, this 
couples directly to an uncertainty in the derived indices. 

The systematic uncertainties associated with these effects, along with their quadrature sum, are listed in Table[5J 
Mirror speed is the dominant effect, and leads to a systematic uncertainty that is greater than the statistical 
uncertainties for our room temperature measurements, and comparable to the statistical uncertainty for the 5 K 
measurement. 

We also mounted the prototype AR-coated HWP and its cryogenic rotation mechanism in the prototype 
Spider receiverj^i^l and took polarized FTS spectra with the HWP rotated to eight angles. The spectra from 
one polarized detector are plotted in Figure |31 Since at present we only have data from the combined HWP and 
detector, separating out the spectral properties of each is a challenge, but can be attempted by looking for the 
spectrum of the response that is independent of HWP angle and assigning that to the detector. We start by 
dividing the entire dataset by a fiducial HWP model. If this model is correct, dividing through leaves only the 
intrinsic response of the detector in the dataset. We keep the indices the same, but use an MCMC to vary the 
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Figure 3. Spectra taken with a single polarized detector of the cryogenic AR-coated HWP mounted in the prototype 
Spider receiver. The left panel shows the spectra of the combined detector and HWP taken at eight HWP angles 
between and 66°. The right panel shows a HWP transmission model (smooth curves) and data scaled by an estimated 
detector-only spectrum. Since we did cool down the instrument a second time to measure the detector-only spectrum, we 
combined the HWP -(-detector spectra to estimate the detector-only spectrum. 



crystal axis angle Oq in the HWP model until the remaining spectrum for each angle in the dataset is similar. 
This lets us combine data from the eight angles to produce an estimate of the detector response. Wc then 
divide the raw spectra by this estimated detector response to produce the estimated HWP-only spectra plotted 
in Figure |3l The observed polarization modulation agrees broadly with the fiducial model, but the scatter is 
larger than the noise estimate. This may be due to an incorrect estimate of the detector-only spectrum. Running 
the instrument again without the HWP would directly give a detector-only spectrum, and would allow us to 
straightforwardly determine the in-band HWP properties. Still, our early results show promising polarization 
modulation with the HWP that is broadly consistent with our model and our previous broadband lab testing. 



3. MODELING THE HWP RESPONSE TO SOURCE SPECTRA 

Now that we have indices of refraction of the HWP materials, and since spectra of the integrated instrument are 
broadly consistent with the physical optics model of the HWP, we can make a projection of how the instrument 
will perform when observing the CMB and foregrounds on the sky. To do this, wc have calculated the Mueller 
matrix of a Spider 145 GHz HWP including the effects of the AR coat and reflections using the method 
discussed in Bryan, Montroy, and RuhL^i^ A Mueller matrix is a 4-by-4 matrix of real numbers that maps the 
Stokes parameters of an incident polarization state onto the polarization state of the output light. In general, 
the band-averaged Mueller matrix of a single-plate HWP will have four independent non-zero elements. 
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(3) 



Once calculated or estimated through instrument calibration, these four parameters completely characterize the 
polarized response of a single-plate HWP to a particular source spectrum. Since the CMB is not expected to be 
circularly-polarized, and the detectors have no sensitivity to circular polarization, the s parameter is not relevant 
for CMB polarimetry. To perform the band-averaging calculation, we assumed a top-hat detector spectrum from 



Table 3. Calculated Mueller matrix elements for an optimized cryogenic sapphire HWP with a quartz AR-coat for the 
Spider 145 GHz HWP. We optimized the HWP thickness based on our measured cold indices, and the AR-coat thickness 
based on the index in Lamb.l^ The first row shows the HWP parameters averaged within the Spider 145 GHz passband. 
The CMB, Dust, Synchrotron, and Free-free rows all are band-averaged against the source spectra within the passband. 
The last row shows the parameter values of an ideal HWP for comparison. 
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130 GHz to 160 GHz. As estimates for the source spectra, we took 
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where Biv^T) is the blackbody function. The results arc shown in Table |31 The c parameter deviates from 
ideality by almost 5%, which is a relatively large effect. This pushes us towards handling the non-idealities 
through calibration and a modified mapmaking algorithm, as described in Bryan, Montroy, and Ruhl.-'-^ 

The variation of the parameters between the CMB and foreground sources is not as worrisome. For an 
optimized sapphire HWP with quartz AR coat, the parameters vary among the different sources by much less 
than 1%. Determining if this will affect foreground subtraction for Spider will require full simulations of 
the flight. As a rough estimate. Spider is targeting i?-modes at the r ~ .03 level, and we will remove dust 
foregrounds by combining maps from several frequencies. To reach our target i?-mode sensitivity, our goal for 
dust foreground subtraction is to reduce it by ^ 95%, so a 1% HWP systematic in the final spectra would mean 
that foreground subtraction would still be dominated by incomplete dust removal. Next-generation experiments 
targeting r < .01 will require better foreground removal, and may be impacted by this effect. 



4. CONCLUSION 

Rotating the polarization sensitivity of the Spider instrument using cryogenic HWPs will mitigate systcmatics 
and improve the fidelity of the CMB polarization maps. Characterization of the spectral properties of the 
sapphire for the HWP shows strong agreement between the model and observed spectra. Our measured index 
differences at room and cryogenic temperatures agree with previous measurements. Early results indicate that 
the HWP is performing well in the prototype Spider receiver. We have calculated the Mueller matrix of the 
Spider HWP for the CMB and foreground spectra. The results indicate that source-varying HWP systematics 
should not affect foreground removal from the CMB maps, but a full instrument simulation will be necessary to 
determine definitively if it will be a problem. 
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